
LABORATORY FURNITURE 

CERTIFICATE OF PERFORMANCE 

To SEFA 8-P 2007 SPECIFICATIONS 
 

 

LM Air Technology, Inc.  Certifies that its laboratory furniture identified as 48” Polypropylene Base 

Cabinet – 2 drawer, 2 door (48”W x 22.5”D x 36”H) has been tested in conformance with the full 
requirements of the SEFA 8-P 2007 Recommended Practice with results noted below. 
 
 
 
 

TEST 
 

 

TEST RESULTS 

PASS/FAIL 
 

 
TEST 

 

 

TEST RESULTS 

PASS/ FAIL 
 

 
TEST 

 

 

TEST RESULTS 

PASS/ FAIL 
 

 
4.2 
 

PASS  
5.3 
 

PASS 8.1-8.5 N.A. 

 
4.3 
 

PASS  
6.1 

 

PASS 9.1-9.2 N.A. 

 
4.4 
 

PASS  
6.2 
 

PASS 10.1-10.3 N.A. 

 

4.5 
 

PASS  
6.3 
 

PASS   

 
4.6 
 

PASS  
6.4 
 

PASS   

 
5.1 
 

PASS  
6.5 
 

PASS   

 
5.2 
 

PASS  
7.1 
 

N.A.   

Full documentation of the test results is available upon request in a bound report that includes a 

detailed description of the test unit and procedures, witnessed results, and appropriate drawings 

or photographs of the test unit and procedures.  

 
TESTING COMPANY INFORMATION 
 

 
TEST SUPERVISOR INFORMATION 
 

Name:  Bjorksten | bit7 
 

Name: Raymond J. Robey 
 

Address: 7 Fen Oak  
 

Title: Director R, D & T 
         Madison, WI 53718 

 
 

Signature:   
 

Telephone: 608-224-0377 
 

COMPANY OFFICER INFORMATION 
 

Fax:  608-224-0455 
 

Name: Michael J. Maloney 
  

 
Title: President 
 Date: 1/13/2010 (corrected 9/7/2010) 

 
Signature:  
 

 

 


